Marginal accuracy of temporary composite crowns.
An in vitro study was conducted to quantitatively compare the marginal adaptation of temporary crowns made from Protemp material with those made from Scutan, Provisional, and Trim materials. A direct technique was used to make temporary restorations on prepared teeth with an impression as a matrix. Protem, Trim, and Provisional materials produced temporary crowns of comparable accuracy. Crowns made from Scutan material had open margins.